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Abstract  The  objective  of  this  work  is  to  investigate  the 
feasibility  of  intense  laser-beam  propagation  through  optical 
fibers  for  temperature  and  species  concentration  measure¬ 
ments  in  gas-phase  reacting  flows  using  coherent  anti-Stokes 
Raman  scattering  (CARS)  spectroscopy.  In  particular, 
damage  thresholds  of  fibers,  nonlinear  effects  during  beam 
propagation,  and  beam  quality  at  the  output  of  the  fibers  are 
studied  for  the  propagation  of  nanosecond  (ns)  and  pico¬ 
second  (ps)  laser  beams.  It  is  observed  that  ps  pulses  are 
better  suited  for  fiber-based  nonlinear  optical  spectroscopic 
techniques,  which  generally  depend  on  laser  irradiance 
rather  than  fluence.  A  ps  fiber-coupled  CARS  system  using 
multimode  step-index  fibers  is  developed.  Temperature 
measurements  using  this  system  are  demonstrated  in 
an  atmospheric  pressure,  near-adiabatic  laboratory  flame. 
Proof-of-concept  measurements  show  significant  promise 
for  fiber-based  CARS  spectroscopy  in  harsh  combustion 
environments.  Furthermore,  since  ps-CARS  spectroscopy 
allows  the  suppression  of  non-resonant  background,  this 
technique  could  be  utilized  for  improving  the  sensitivity  and 
accuracy  of  CARS  thermometry  in  high-pressure  hydrocar¬ 
bon-fueled  combustors. 
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1  Introduction 

Various  nonlinear  spectroscopic  techniques  exist  for 
measuring  temperature,  velocity,  and  chemical-species 
concentrations  in  gas-phase  reacting  flows  (Eckbreth  1996; 
Gord  et  al.  2008).  Among  those  techniques,  broadband 
multiplex  coherent  anti-Stokes  Raman  scattering  (CARS) 
has  been  proved  to  be  the  most  accurate  and  promising 
method  for  measuring  temperature  and  major-species 
concentrations  under  high-temperature  and  high-pressure 
conditions  (Eckbreth  1996;  Roy  et  al.  2010)  because  of  its 
ability  to  acquire  single-shot  spectra  of  transient  phe¬ 
nomena  under  unsteady  flow  conditions  (Snelling  et  al. 
1994;  Hahn  et  al.  1997;  Kuehner  et  al.  2003;  Roy  et  al. 
2010).  One  of  the  major  requirements  for  this  nonlinear 
technique  is  precise  spatial  and  temporal  superposition  of 
three  laser  beams — pump,  Stokes,  and  probe — at  the  probe 
volume  to  generate  the  CARS  signal.  Hence,  performing 
state-of-the-art  CARS  measurements  based  on  free-stand¬ 
ing  optics  in  harsh  environments  such  as  combustors 
and  gas-turbine-engine  test  facilities  poses  significant 
challenges  due  to  vibration,  thermal  transients,  and 
unconditioned  humidity  associated  with  these  environ¬ 
ments.  Optical  fibers,  because  of  their  capability  to  pro¬ 
vide  flexibility  in  transmitting  light  to  a  remote  location, 
can  provide  access  to  such  probe  volumes,  which  will 
simplify  the  application  of  CARS-based  spectroscopy  in 
harsh  environments.  Fiber-based  CARS  spectroscopy  has 
several  advantages  in  such  environments;  (1)  reduced  need 
of  free-standing  optics  in  the  test-cell  environment, 
(2)  ease  of  alignment  of  multiple  laser  beams  with  flexi¬ 
bility  when  needed  and  ability  to  access  non-windowed 
test  sections,  (3)  isolation  of  the  high-power  laser  system 
from  harsh  environments,  and  (4)  safe,  guided,  and  con¬ 
fined  laser  delivery. 
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Recently,  several  fiber-based  CARS  systems  have  been 
investigated  for  microscopy  in  the  condensed  phase  using 
single-mode  fibers  (SMFs)  (Legare  et  al.  2006)  and  large- 
mode-area  photonic  crystal  fibers  (LMA-PCFs)  (Wang 
et  al.  2006).  In  addition,  continuously  wavelength-tunable, 
hber-based  laser  light  sources  have  been  used  to  help  avoid 
coupling  losses  for  the  CARS  input  beams  (Andersen  et  al. 
2007;  Murugkar  et  al.  2007;  Marangoni  et  al.  2009).  In 
these  studies,  it  has  been  shown  that  the  pulse  energy 
required  for  CARS  in  the  condensed  phase  is  considerably 
below  the  damage  threshold  of  the  fiber  (Legare  ef  al. 
2006).  In  gas-phase  reacting  flows,  because  of  the  lower 
molecular  densities,  the  effective  optical  depth  is  reduced 
by  four  to  hve  orders  of  magnitude,  and  the  pulse  energy 
required  for  CARS  signal  generation  is  approximately  four 
orders  of  magnitude  higher  than  that  required  for  the 
condensed  phase  (Legare  et  al.  2006;  Wang  et  al.  2006; 
Meyer  et  al.  2007).  This  high  energy  requirement  for 
CARS  in  the  gas  phase  imposes  signihcant  constraints  on 
hber-based  CARS  because  of  the  intrinsic  optical  damage 
threshold  of  the  hbers.  The  enhanced  higher-order  nonlin¬ 
ear  processes  during  propagation  of  intense  laser  beams 
through  the  hber  can  also  cause  spectral  broadening  of  the 
input  laser  beam  and  complicate  the  spectral  analysis  of 
CARS  signal. 

The  CARS  process  is  a  special  type  of  four-wave  mixing 
where  the  pump  and  Stokes  beams  generate  Raman 
coherence  that  is  scattered  off  by  the  probe  beam  to  obtain 
the  CARS  signal.  Thus,  the  signal  strength  is  proportional 
to  the  product  of  the  intensities  I  ~  ElxA  of  each  input 
laser  beam,  with  E  being  the  pulse  energy,  t  the  pulse 
length,  and  A  the  cross-sectional  area  at  the  focal  point. 
Therefore,  higher  pulse  energy,  shorter  pulse  duration,  and 
smaller  cross-sectional  area  of  the  beam  are  favorable  for 
increasing  the  signal-to-noise  ratio  (SNR).  The  accuracy 
and  sensitivity  of  the  measurements  are  determined  by  the 
spectral  resolution  of  the  CARS  system  (Eckbreth  1996). 
For  a  hber-based  CARS  system,  the  spectral  resolution 
depends  on  the  bandwidth  of  the  hber-delivered  beams 
(Gord  et  al.  2009;  Hsu  et  al.  2010).  Thus,  for  acquiring  a 
high-quality  CARS  signal,  retention  of  the  bandwidth  of 
the  input  laser  pulse  during  propagation  through  the  hbers 
is  an  important  criterion.  Furthermore,  sufficient  spatial 
resolution  is  required  for  the  hber-based  CARS  system  to 
achieve  accurate  “point”  measurements  of  temperature. 
The  spatial  resolution  of  hber-based  CARS  depends  on  the 
spot  size  of  the  focused  beam  in  the  probe  volume,  which  is 
dependent  on  the  quality  of  the  input  laser  beam,  and  the 
geometry  of  the  phase-matching  condition  such  as  collinear 
CARS  or  a  BOXCARS  conhguration  (Eckbreth  1996;  Roy 
et  al.  2010).  To  achieve  an  accurate  point  measurement  of 
temperature  in  a  reacting  how,  a  high-quality  beam  at  the 
target  end  of  the  hber  is  required. 


Hence,  the  design  and  performance  of  a  hber-based 
CARS  system  for  gas-phase  thermometry  is  dependent  on 
three  vital  parameters:  (1)  delivery  of  high-energy/irradi- 
ance  CARS  beams  for  reacting  hows,  (2)  retention  of  the 
bandwidth  of  the  input  pulse  during  propagation  through 
the  hber,  and  (3)  delivery  of  high-quality  laser  beams  at  the 
probe  volume.  The  amount  of  energy/irradiance  that  can  be 
delivered  in  such  a  system  is  limited  by  the  damage 
threshold  of  the  hber  for  varying  pulse  duration,  the 
physical  structure  of  the  hber,  and  the  wavelength  of  the 
input  laser  beam  (Wood  1986). 

The  objective  of  this  study  was  to  investigate  the  fea¬ 
sibility  of  delivering  intense  ns  and  ps  laser  pulses  through 
various  hbers  for  CARS  spectroscopy  in  reacting  Hows.  In 
particular,  the  optical  damage  threshold,  the  output  beam 
quality,  the  nonlinearities  inside  the  hber,  and  the  temporal 
distortion  of  the  input  laser  pulses  were  studied  in  detail. 
Based  on  the  results  of  the  hber  studies,  a  proof-of-prin- 
ciple,  ps  laser-based  hber-coupled  collinear  CARS  system 
employing  multimode  step-index  hbers  (MSIFs)  was 
designed  and  demonstrated  for  thermometry  of  nitrogen 
(N2)  in  an  atmospheric  pressure,  nearly  adiabatic  H2-air 
hame.  It  is  understood  that  the  spatial  resolution  of  the 
CARS  system  using  collinear  geometry  will  be  signih- 
cantly  lower  than  the  BOXCARS  geometry,  and  the  tem¬ 
perature  accuracy  of  the  collinear  CARS  will  also  suffer 
due  to  the  spatial  averaging  of  cold  and  hot  region  of  the 
reacting  Hows.  The  collinear  phase-matching  geometry  was 
chosen  just  to  explore  the  feasibility  of  hber-based  gas- 
phase  CARS  spectroscopy. 

In  Sect.  2  of  this  paper,  the  experimental  methods  used  for 
characterizing  hbers  for  CARS  operation  are  described.  In 
Sect.  3,  the  investigation  of  suitable  pulse  duration  for 
delivering  the  energy/irradiance  required  for  nonlinear 
CARS  spectroscopy  in  reacting  hows  is  described.  In  Sect.  4, 
the  damage  threshold  and  transmission  characteristics  of 
various  hbers  are  addressed.  In  Sect.  5,  demonstration  and 
application  of  hber-based  ps-CARS  for  temperature  mea¬ 
surements  in  laboratory  hames  are  discussed,  followed  by  a 
summary  in  Sect.  6. 

2  Experimental  methods  for  testing  fiber  transmission 

A  schematic  diagram  of  the  optical  system  for  the  inves¬ 
tigation  of  transmission  characteristics  of  8-ns  and  150-ps 
pulses  through  various  optical  fibers  is  shown  in  Fig.  1. 
The  8-ns,  10-Hz  laser  is  an  injection  seeded,  Q-switched 
Nd:YAG  laser  (Spectra-Physics,  Model  Quanta-Ray  Pro 
350)  having  pulse  energy  of  ~  1.4  J  at  532  nm.  This  laser 
produces  nearly  transform-limited  pulses  with  an  ~  2. 
The  ps  laser  is  a  10-Hz  Nd:YAG  (EKSPLA,  Model  SL300) 
with  pulse  energy  ~  200  ml  at  532  nm.  The  ps  laser  output 
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BS  LI  L2  HW  PBS 


Fig.  1  Optical  setup  for  the  fiber  transmission  test.  LI  and  L2 
telescope  system,  L3  and  L5  focusing  lens,  L4  collimation  lens;  BS 
beam  splitter,  HW  half-wave  plate,  PBS  polarized  beam  splitter,  BD 
beam  dump,  FO  fiber  optics 


is  also  nearly  transform-limited  (single-longitudinal-mode 
oscillator)  with  an  ~  2.  The  pulse  length  of  the  ps  laser 
can  be  varied  from  150-600  ps.  The  beam  is  down  colli¬ 
mated  using  a  4x  telescope  system,  and  the  resulting  beam 
diameter  is  ~2  mm.  The  collimated  beam  was  passed 
through  a  coupling  lens  into  the  fiber.  The  fibers  were 
placed  in  a  six-axis  kinematic  mount,  which  was  attached 
to  a  ID  translational  stage  that  moved  along  the  laser-beam 
propagation  direction.  To  align  the  incoming  laser  beam 
with  the  fiber  axis,  the  fiber  position  was  adjusted  such  that 
the  back-reflected  laser  light  from  the  front  surface  of  fiber 
returned  along  the  incoming  beam  path.  The  fiber  inpuf 
facet  was  observed  with  a  camera  microscope  to  optimize 
the  transverse  alignment  of  the  laser  beam  relative  to  the 
center  of  the  fiber  core.  A  lens  with  proper  focal  length 
(f  —  250  mm)  was  used  to  condition  the  laser  beam  to 
form  a  waist  to  illuminate  ~80%  of  the  fiber  core  diam¬ 
eter.  To  prevent  fiber  damage  from  the  unwanted  self- 
focusing  effect  and  laser-induced  air  breakdown  at  high 
energy,  the  fiber  was  insfalled  behind  fhe  focal  point  of  a 
large  focal  length  lens  (Allison  et  al.  1985;  Hand  et  al. 
1999).  In  all  fiber  damage  tests  (except  fiber  bundles  and 
LMA-PCFs,  which  are  limifed  by  fhe  fiber  lengfh),  fhe  fiber 
was  held  with  a  90°  bend  having  a  radius  of  ~500  mm. 
The  indicator  of  fiber  damage  was  a  sudden  increase  in  the 
fiber  atfenuation.  The  damage  threshold  of  each  fiber  was 
tested  three  times,  and  the  mean  value  of  the  damage 
threshold  is  reported.  The  variation  in  the  data  points  are 
within  ~±10%  from  the  mean  value. 

Beam  quality  for  a  fiber  (straight  fiber)  is  determined  by 
the  spatial  quality  of  the  beam  profile  and  is  quantitatively 
evaluated  using  the  beam-quality  factor  IVr  associated  with 
the  focusing  and  collimation  capability.  Assuming  that  the 
divergence  of  the  fiber-delivered  beam  is  the  same  as  that 


of  the  diffraction-limited  beam,  for  the  fiber  can  be 
estimafed  as  (Sasnetf  and  Johnston  1991) 


Wo 

Wdiff’ 


(1) 


where  Wq  is  fhe  diameter  of  the  delivered  laser  beam  at  the 
focal  plane  and  Wdiff  is  the  diameter  of  the  diffraction- 
limited  beam  at  the  focal  point.  For  the  beam-quality 
measurements,  the  output  beam  from  the  fiber  was 
collimated  and  then  focused  onto  a  CCD  camera 
(Spiricon,  Model  LW230).  After  attenuation  of  the  laser 
beam,  the  CCD  camera  was  translated  along  the  axis  of  the 
beam  propagation  through  the  focal  plane  of  lens  L5  and 
the  beam  diameter  Wq,  and  beam  profile  was  recorded  at 
the  focal  point.  Wq  was  determined  from  1/e^  irradiance 
points  of  the  Gaussian  fits  to  the  beam  profile  using 
Spiricon’s  LBA-PC  beam-analysis  software.  The  1/e^ 
method  defines  the  spot  diameter  as  the  width  at  which 
the  beam  irradiance  becomes  1/e^  (13.5%)  of  its  peak 
irradiance  (Fischer  et  al.  2008).  The  standard  ISO  second 
moment  method  for  beam-waist  measurement  is  not  used 
for  characterizing  the  fiber  oufput  beam  because  fhis 
method  is  extremely  sensitive  to  scattered  light  from  fiber 
cladding  and  background  noise  of  fhe  CCD,  which  requires 
further  correction  procedures  to  obtain  the  more  accurate 
results  (Champagne  and  Belanger  1995).  The  w^iff  can  be 
theoretically  estimated  as 


Wdiff  = 


4^ 

nD’ 


(2) 


where  D  is  the  beam  diameter, /is  the  focal  length  of  L5, 
and  A  is  the  laser  wavelength.  By  measuring  Wq  and  the¬ 
oretically  estimating  Wom,  the  Ah  can  be  determined  using 
Eq.  1.  To  verify  the  accuracy  of  the  measurement 
method,  the  AH  value  of  the  beam  of  ps  and  ns  lasers  was 
measured.  The  factory  specifications  of  for  Nd:YAG  ps 
and  ns  lasers  are  in  good  agreement  with  our  measurements 
(discrepancy  <5%).  The  Gaussian-fit  error  associated  with 
the  measurement  is  given  in  Table  2. 

The  nonlinear  effect  of  a  fiber  is  determined  by  the 
spectral  broadening  of  the  input  pulses  after  propagating 
through  the  fiber.  Spectral  broadening  of  the  fiber-delivered 
beam  was  measured  using  a  0.25-m  spectrometer  (Acton 
Research  Corporation,  Model  Spectrapro  275),  equipped 
with  a  1,200-grove/mm  grating,  and  the  spectrum  was 
recorded  using  a  back-illuminated,  unintensified,  2,048  x 
512-pixel-array  CCD  camera  (Andor  Technologies,  Model 
DU  440BU).  The  overall  dispersion  was  estimated  to  be 
~  1.5  cm“Vpixel.  The  fine  sfructure  of  fhe  power  spectra 
is  resolved  using  a  high-resolution  1.25-m  spectrometer 
(Jobin  Yvon,  Model  SPEX  1250M)  with  a  resolution  of 
~0.174  cm“Vpixel  (~0.005  nm). 
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3  Results — suitable  pulse  regimes  for  fiber-based 
CARS:  picosecond  vs.  nanosecond 

The  main  challenge  involving  fiber-based  CARS  in  gas- 
phase  reacting  flows  is  the  transmission  of  high-irradiance 
laser  beam,  required  for  signal  generation,  without  opti¬ 
cally  damaging  that  fiber.  Most  of  the  commercially 
available  fibers  are  made  of  silica-based  materials  because 
of  their  superior  flexibility  and  higher  damage  threshold. 
However,  because  of  the  high  pulse-energy  requirement  in 
realizing  fiber-based  CARS  in  gas-phase  flows,  under¬ 
standing  the  damage  mechanism  of  silica  fiber  is  essential 
for  designing  the  ideal  fiber-based  CARS  system.  The 
temporal  duration  of  the  laser  pulse  is  one  of  the  most 
critical  parameters  that  determines  the  threshold  for  laser- 
induced  damage.  The  threshold  irradiance/fluence  for  bulk 
silica  has  been  extensively  investigated  over  the  pulse 
duration  from  tens  of  ns  to  a  few  femtoseconds  (fs)  (Wood 
1986;  Stuart  et  al.  1995;  Du  et  al.  1996;  Pronko  et  al.  1998; 
Tien  et  al.  1999).  For  a  pulse  duration  <  10  ps,  the  damage 
mechanism  is  dominated  by  an  avalanche  breakdown 
process  that  is  determined  by  the  peak  irradiance  of  the 
laser  rather  than  the  fluence  (Stuart  et  al.  1995).  The  typical 
characteristic  irradiance  required  for  avalanche  breakdown 
of  bulk  silica  is  greater  than  80  GW/cm^  (Stuart  et  al. 
1996).  However,  since  the  typical  irradiance  required  for 
both  ns-  and  ps-CARS  is  significantly  less  than  the  above- 
mentioned  breakdown  irradiance,  the  effect  of  the  ava¬ 
lanche  process  on  fiber  damage  is  negligible  in  the  design 
of  a  fiber-based  CARS  system.  Stuart  et  al.  and  Shen  et  al. 
reported  that  for  a  laser  pulse  with  a  duration  of  10  ps- 
10  ns,  the  fiber  damage  is  dominated  primarily  by  fluence- 
based  lattice  heating  and  thermal  processes  that  involve 
heating  of  the  conduction-band  electrons  by  incident  radi¬ 
ation  followed  by  the  transfer  of  energy  to  the  lattice  via 
electron-phonon  interaction  (Shen  et  al.  1989;  Stuart  et  al. 
1995,  1996).  Since  the  typical  thermal  conduction  rate 
(electron-phonon  interaction)  is  ~  10  fs  (Pronko  et  al. 
1998),  Stuart  et  al.  observed  that  there  is  sufficient  time  for 
the  interaction  of  the  energetic  electrons  with  the  lattice 
leading  to  melting,  boiling,  or  fracturing  of  the  lattice  for  a 
laser  pulse  with  t  >  10  ps.  The  model  for  lattice  heating 
and  thermal  processes  predicts  a  dependence  of  the 
threshold  fluence  of  bulk  silica  on  pulse  duration  (Wood 
1986),  in  good  agreement  with  numerous  experimental 
measurements  (Wood  1986;  Stuart  et  al.  1995;  Du  et  al. 
1996;  Tien  et  al.  1999).  A  few  recent  studies  based  on  8-ns 
and  14-ps  pulses  reported  by  Smith  and  collaborators 
showed  that  the  threshold  irradiance  of  bulk  silica  is  higher 
than  the  characteristic  avalanche  irradiance  and  that  the 
corresponding  threshold  fluences  for  ps  and  ns  pulses  do 
not  fit  a  square-root  pulse-duration  scaling  rule  (Smith  and 
Do  2008;  Smith  et  al.  2008).  They  reported  that  the 


observed  higher  damage-threshold  fluence  and  different 
pulse-duration  effect,  when  compared  to  those  of  the  pre¬ 
vious  damage  studies  (Wood  1986;  Stuart  et  al.  1995;  Du 
et  al.  1996;  Tien  et  al.  1999),  could  result  from  the  use  of  a 
small  focal  spot  size  and  single-longitudinal-mode  pulses 
to  suppress  the  stimulated  Brillouin  scattering  (SBS)  and 
self-focusing  effects  (Smith  and  Do  2008;  Smith  et  al. 
2008,  2009).  Based  on  an  experimental  and  theoretical 
investigation,  Smith  et  al.  concluded  that  the  bulk  damage 
mechanism  for  a  pulse  duration  of  14  ps-8  ns  pulses  in 
fused  silica  is  dominated  by  irradiance  rather  than  fluence 
(Smith  and  Do  2008;  Smith  et  al.  2008).  See  Table  4  in  the 
“Appendix”  that  lists  a  review  of  the  damage  thresholds 
reported  in  the  literature  for  fused  silica  corresponding  to 
mechanisms  related  to  bulk  damage,  surface  damage,  and 
core-clad  interface  damage  in  the  fibers  in  ns  and  ps 
regime. 

The  energy  and  corresponding  power  for  damage  of  a 
1-m-long  MSIF  with  a  core  diameter  of  1  mm  (Thorlabs, 
Model  BFL37-1000)  was  measured  as  a  function  of  pulse 
duration,  as  shown  in  Fig.  2.  The  observed  power-law 
dependence  of  energy  on  pulse  duration  for  damage  of 
the  MSIF  is  similar  to  that  found  for  damage  of  bulk 
material  (Wood  1986;  Stuart  et  al.  1995,  1996).  These 
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Fig.  2  Laser-induced  damage  threshold  at  532  nm  for  silica  liber  as 
function  of  pulse  duration,  a  Open  circles  represent  measured  energy 
threshold  for  damage,  and  diamonds  represent  required  energy  for 
performing  single-shot  CARS  at  flame  temperature  of  2,400  K.  The 
corresponding  power  of  a  is  shown  in  b.  Dashed  lines  represent  curve 
fitting 
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Table  1  Maximum  energy  transmitted  through  MSIFs  using  ps  and 
ns  pulses 


Fiber 

diameter 

(pm) 

Pulse 

duration 

^OUt 

(mJ) 

Damage 

fluence 

(J/cm^) 

Damage 

irradiance 

(GW/cm^) 

1,500 

150  ps 

5.5 

0.3 

2.1 

1,000 

150  ps 

3.9 

0.5 

3.3 

1,500 

8  ns 

38.0 

2.1 

0.3 

1,000 

8  ns 

11.8 

1.5 

0.2 

Minimal  energy  required  to  perform  single-shot  ps-CARS  with  good 
SNR  at  flame  temperature  of  2,400  K  is  ~0.5  mj 

Minimal  energy  required  to  perform  single-shot  ns-CARS  with  good 
SNR  at  flame  temperature  of  2,400  K  is  ~  25  mJ 

measurements  show  that  although  the  energy  threshold  for 
damage  with  a  150-ps  pulse  is  approximately  a  factor-of- 
three  less  than  that  with  an  8-ns  pulse,  this  energy  is  still 
signihcantly  higher  than  that  required  for  CARS  spectros¬ 
copy  with  a  150-ps  pulse  in  high-temperature  flames 
(Meyer  et  al.  2007),  as  shown  in  Fig.  2a.  On  the  contrary, 
even  though  a  relatively  high-energy  threshold  for  damage 
is  observed  with  an  8-ns  pulse,  this  energy  is  not  sufficient 
for  acquiring  good  quality  single-shot  spectra  (typically, 
SNR  ~  50)  at  high  temperatures  because  of  the  reduction 
in  peak  power  with  longer  pulses.  This  is  illustrated  in 
Fig.  2b,  where  the  damage  threshold  is  plotted  in  terms  of 
peak  power  rather  than  laser  energy.  In  this  case,  the 
transmitted  power  of  the  150-ps  pulse  through  the  hber  is 
actually  increased  by  20-fold  compared  to  that  of  an  8-ns 
pulse  without  causing  fiber  damage.  The  experimentally 
determined  maximum  transmission  and  the  corresponding 
efficiency  for  two  MSIFs  are  given  in  Table  1.  It  was  found 
that  using  ns  pulses,  only  the  largest  core-size  hber 
(1,500  pm)  is  capable  of  delivering  pulse  energies  over  the 
minimum  energy  required  for  CARS  (Kuehner  et  al.  2003). 

For  the  purpose  of  estimating  the  CARS  signal,  let  us 
assume  that  all  three  input  lasers  are  operating  at  the 
maximum  threshold  intensity  that  can  propagate 

through  the  hber  without  damage.  Since  the  CARS  signal 
strength  is  proportional  to  the  product  of  intensities  of 
pump,  Stokes  and  probe  pulses,  it  is  reasonable  to  estimate 
the  relative  strength  of  the  ps  and  ns  hber-based  CARS 
signals,  S'ps-cARS  and  5ns-cARS,  respectively,  as  being  pro¬ 
portional  to  (/max)^-  Since  /fnax  ~  (^^ou/t^A),  then  the 
measured  data  in  Table  1  show  that  5ps-cARS  is  ~  500  times 
higher  than  S'n.s-CARS  for  the  same  cross-sectional  area.  A,  of 
the  laser  beams  at  the  focal  point.  Therefore,  a  substantially 
higher  CARS  signal  can  be  expected  using  lasers  with 
pulse  widths  of  the  order  of  150  ps.  Thus,  based  on  the 
results  shown  in  Table  1,  the  delivery  of  ps  pulse  energy 
not  only  sufficiently  meets  the  requirements  for  generating 
robust  CARS  signals  but  also  exceeds  the  optimal  energy 


required  for  reacting-flow  measurements.  Therefore,  from 
the  damage-threshold  point  of  view,  ps  laser-based  hber 
delivery  is  more  favorable  than  ns  laser-based  delivery  for 
obtaining  a  large  signal  for  a  hber-based  CARS  system. 

Employing  ps  lasers  for  CARS  also  has  the  advantage  of 
enabling  non-resonant  background  suppression  (NRB)  with 
minimal  loss  in  signal,  which  is  important  for  hber-based 
CARS  systems  that  will  be  photon-limited.  In  a  ns-laser- 
based  CARS  approach,  the  pump,  Stokes,  and  probe  beams 
overlap  temporally  to  produce  a  signihcant  NRB  signal. 
The  interference  of  the  NRB  signal  with  the  resonant 
CARS  signal  is  one  of  the  major  disadvantages  that  limit 
the  applicability,  sensitivity,  and  accuracy  of  ns-CARS  at 
higher  pressure-especially  in  hydrocarbon-rich  environ¬ 
ments  (Meyer  et  al.  2007;  Seeger  et  al.  2009;  Roy  et  al. 
2010).  On  the  contrary,  in  the  ps-CARS  regime,  it  is  pos¬ 
sible  to  delay  the  probe  beam  temporally  with  respect  to 
the  pump  and  Stokes  beams  for  suppressing  the  non-reso- 
nant  contribution  to  the  CARS  signal,  thereby  improving 
the  sensitivity  and  accuracy  of  CARS  thermometry  (Roy 
et  al.  2005b,  2010;  Meyer  et  al.  2007).  Although  beyond 
the  scope  of  the  current  work,  the  ability  to  separate  the 
probe  pulse  from  the  pump  and  Stokes  pulses  also  allows 
ps-CARS  to  be  used  for  studies  of  energy  transfer  pro¬ 
cesses  by  performing  time-resolved  measurements  where 
the  probe  beam  interacts  with  the  coherence  during  various 
phases  of  its  evolution  (Roy  et  al.  2005b,  2010;  Meyer 
et  al.  2007;  Seeger  et  al.  2009;  Kulatilaka  et  al.  2010). 

4  Results;  characterization  of  various  fibers  for  CARS 

Ideally,  a  fiber-based  CARS  system  needs  to  have  suffi¬ 
cient  energy/irradiance  such  that  a  CARS  signal  with  rea¬ 
sonable  SNR  can  be  generated  without  hber  damage,  with 
minimal  beam  prohle  distortion  (i.e.,  with  a  smaller  beam- 
quality  factor  M^).  Therefore,  the  beams  can  be  focused 
well  at  the  probe  volume,  with  minimal  nonlinearity  such 
that  the  bandwidth  of  the  input  laser  does  not  change  sig¬ 
nihcantly,  and  with  minimal  dispersion  of  the  beam  so  that 
the  pulse  duration  is  retained.  Keeping  these  criteria  in 
mind,  the  hber  characteristics  for  various  ps  and  ns  pulses 
through  MSIFs  were  investigated  in  detail.  For  a  8-ns 
beam,  the  laser  irradiance  that  could  be  delivered  through 
a  1-mm-core-diameter  silica  hber  without  damaging  is 
-0.2  GW/cm^  while  it  is  -3.3  GW/cm^  for  a  100-ps 
laser  beam.  The  corresponding  energies  are  12  and  4  mJ/ 
pulse  for  ns  and  ps  laser  beams,  respectively.  Based  on  our 
experience  and  the  results  of  other  researchers  involved  in 
performing  high-quality  single-shot  CARS  measurement 
in  a  practical  combustor,  with  a  focal  spot  diameter 
of  —100  pm  and  an  interaction  length  of  —1.5  mm,  it 
was  observed  that  the  optimal  energy  for  a  8-  to  10-ns 
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laser-based  experiment  is  ~25  mJ/pulse  and  for  a  100-  to 
120-ps  laser-based  experiment  is  ~0.5  mJ/pulse.  Clearly, 
one  needs  to  operate  near  the  threshold  of  damage  for  fiher- 
hased  ns-CARS  experiments,  whereas  the  ps-CARS  signal 
can  be  obtained  well  below  the  damage  threshold  of  the 
hhers.  Also,  the  advantages  and  disadvantages  of  using 
other  fibers  such  as  SMFs,  fiber  bundles  of  many  SMFs, 
and  state-of-the-art  dispersion-compensated  PCFs  for  a 
hher-hased  CARS  system  were  evaluated.  Note  that  this 
study  does  not  include  comprehensive  analysis  of  hollow- 
core  fiber  (HCF)  because  this  type  of  fiber  is  very  sensitive 
to  bending  losses;  the  bending  losses  of  HCFs  are  ~  2  dB/m 
at  a  bending  radius  of  30  cm  (Robinson  and  Ilev  2004), 
which  is  approximately  two  to  three  orders  of  magnitude 
higher  than  those  of  solid-core  hhers  (Boechat  et  al.  1991). 
Since  this  investigation  targeted  production-level  devices 
with  limited  optical  access,  these  features  were  deemed 
problematic.  However,  with  further  advances  in  hber-optic 
technology,  evaluation  of  HCFs  may  be  of  signihcant 
future  interest.  Recently,  Kriesel  et  al.  investigated  the 
feasibility  of  high-power  laser-beam  delivery  through 
HCFs  for  CARS  application  (Kriesel  et  al.  2010).  The 
transmission  loss  in  HCF  is  ~  1  dB/m  (J.  M.  Kriesel,  pri¬ 
vate  communication)  when  compared  to  ~  0.004  dB/m  in 
our  MSIF.  However,  the  effect  of  bending  on  transmission 
loss  in  HCFs  was  not  discussed  in  (Kriesel  et  al.  2010) 

4.1  Investigation  of  damage  threshold 

As  discussed  earlier,  sufficient  pulse  energy  must  be 
delivered  at  the  probe  volume  of  the  sample  to  ensure 
generation  of  a  CARS  signal  with  reasonable  SNR.  To  a 
large  degree,  this  is  dependent  upon  the  damage  threshold 
of  the  hber.  In  Table  2,  the  damage  threshold  and  the 
corresponding  beam-quality  factor  are  given  for  various 
hbers  with  150-ps  pulses  for  the  frequency-doubled 


Nd:YAG  wavelength  of  532  nm,  which  is  commonly  used 
in  many  CARS  systems  and  is  available  commercially  in 
both  the  ns  and  ps  regimes.  Also  given  are  the  delivered 
output  energy  and  the  corresponding  coupling  efficiency 
for  fibers  of  various  sizes  and  constructions.  In  general, 
hbers  with  larger  core  diameters  exhibited  slightly  higher 
coupling  efficiency  in  MSIFs  because  of  more  effective 
mode  coupling.  The  damage  threshold  of  all-silica  MSIFs 
(in  which  both  the  cladding  and  the  core  are  made  of  silica) 
is  approximately  a  factor-of-two  higher  than  that  of  con¬ 
ventional  MSIFs  because  the  silica  cladding  has  higher 
heat  and  radiation  resistance  than  the  non-silica  cladding 
used  in  conventional  MSIFs  (Poll  et  al.  2007).  The  damage 
threshold  of  a  single-mode  fiber  (SMF)  is  very  low  due  to 
small  core  diameter.  However,  hber  bundles  have  a  rela¬ 
tively  high  damage  threshold.  The  solid-core  LMA-PCFs 
exhibited  the  highest  damage  threshold  when  compared  to 
conventional  silica  hbers.  The  damage  threshold  for  the 
150-ps  laser  pulse  transmitted  through  a  LMA-PCF  is 
~2.25  Hcvci,  which  is  approximately  a  factor-of-hve 
higher  than  that  for  MSIFs.  The  damage  threshold  of  PCFs 
is  higher  than  that  of  conventional  hbers  such  as  MSIFs 
because  (1)  the  existence  of  a  2D  photonic  bandgap  in  the 
transverse  direction  guides  the  held  propagating  through 
the  PCF  without  surface  conhnement,  reducing  the  optical 
depth  and,  hence,  increasing  the  damage  threshold  (Knight 
et  al.  1998;  Russell  2003,  2006)  and  (2)  since  the  PCF  is 
made  of  pure  silica  glass,  the  all-silica  hber  exhibits  better 
radiation  and  heat  resistance  than  the  conventional  hber 
(Poll  et  al.  2007).  However,  the  transmission  efficiency  in 
PCFs  is  low,  which  can  be  attributed,  in  part,  to  inefficient 
coupling  of  the  input  laser  beam  to  the  relatively  small  core 
(diameter  ~  15  pm)  and  very  small  numerical  aperture 
(NA)  (NA  ~  0.04)  of  the  PCF.  It  is  well  known  that  the 
optical  damage  threshold  is  low  for  bent  hbers  because  of 
the  intense  light  strip  from  the  core  into  the  clad,  where  it 


Table  2  Damage  thresholds 
and  beam  quality  for  various 
fibers  (using  150-ps  pulses  at 
532  nm) 


Minimal  energy  for  ps-CARS  to 
perform  single-shot 
measurement  with  reasonable 
SNR  at  flame  temperature  of 
2,400  K  is  0.5  mJ 
Optimal  energy  for  ps-CARS  to 
perform  single-shot 
measurement  with  excellent 
SNR  at  flame  temperature  of 
2,400  K  is  0.8  mJ 


Fiber  type 

Diameter 

(pm) 

NA 

fr 

^out 

(ml) 

Efficiency 

(%) 

Damage  fluence 
(J/cm^) 

Beam  quality 

MSIF 

1,500 

0.37 

5.5 

85 

0.30 

340  ±  40 

MSIF 

1,000 

0.37 

3.9 

85 

0.50 

230  ±  15 

MSIF 

800 

0.37 

2.9 

84 

0.58 

190  ±  7 

MSIF 

600 

0.37 

1.5 

80 

0.53 

110  ±  5 

MSIF 

400 

0.37 

0.5 

70 

0.40 

60  ±  3 

All-silica  MSIF 

550 

0.22 

2.2 

75 

1.1 

80  ±  2 

All-silica  MSIF 

200 

0.22 

0.5 

65 

1.6 

30  ±  1 

SMF 

3.5 

0.13 

<0.002 

10 

<0.45 

~1 

Fiber  bundle 

450 

0.40 

2.5 

40 

1.50 

80  ±  2 

Fiber  bundle 

570 

0.40 

3.2 

40 

1.35 

100  ±  4 

Fiber  bundle 

780 

0.40 

>4 

40 

>0.83 

160  ±  10 

FMA-PCF 

15 

0.04 

0.004 

3 

2.25 

~1 
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can  be  absorbed  by  the  coating,  which  results  in  heating  the 
coating  and  damaging  the  cladding  (Percival  et  al.  2000; 
Glaesemann  et  al.  2006;  Sun  et  al.  2007).  Therefore,  the 
effect  of  bending  on  the  lowering  damage  threshold  is 
important  when  the  fiber  is  tightly  bent  (Sun  et  al.  2007). 
The  effect  of  bending  on  the  damage  threshold  of  MSlFs 
and  the  fiber  CARS  signal  will  be  investigated  in  our  future 
work.  In  our  experience,  the  bending  loss  is  negligible  for  a 
5-m-long  MSIF  fiber  with  a  core  diameter  of  1  mm  at 
0.025  m  bending  radius  (loss  <  1%). 

4.2  Propagation-related  characteristics  of  fibers 

Since  laser  beam  properties  can  be  modified  during  prop¬ 
agation  through  a  fiber,  a  few  other  parameters  that  are  of 
importance  for  a  fiber-based  CARS  system  are  as  follows: 
quality  of  the  output  beam  at  the  exit  of  the  fiber,  energy/ 
irradiance  stability  of  the  delivered  beam,  spectral  broad¬ 
ening  due  to  possible  nonlinearities  experienced  by  the 
intense  laser  pulses,  and  possible  temporal  broadening  of 
the  pulses.  All  such  propagation-related  changes  were 
studied  for  different  types  of  fibers.  However,  as  will  be 
discussed  in  the  next  subsection,  MSIFs  showed  the  most 
potential  and,  hence,  were  chosen  for  the  experiment  to  be 
discussed  in  Sect.  5. 

4.2.1  MSIFs  with  large  core 

Currently,  two  types  of  widely  available  large-core  com¬ 
mercial  fibers  have  the  potential  to  deliver  the  intense  laser 
beams  necessary  for  CARS  measurements  in  reacting 
flows — large  HCFs  and  large  solid-core  MSIFs.  HCFs  are 
made  of  a  glass  capillary  tube  with  an  internal  reflective 
coating  and  suffer  higher  loss  due  to  Fresnel  reflection 
(Parry  et  al.  2006).  However,  the  absence  of  a  solid  core 
enables  a  higher  damage  threshold.  Because  of  the  signif¬ 
icant  transmission  loss  and  degradation  in  beam  quality 
during  propagation  through  the  fiber,  the  typical  opera¬ 
tional  length  of  HCFs  is  limited  to  <2  m  (Stephens  et  al. 
2005).  Furthermore,  HCFs  cannot  withstand  significant 
bend  radii  since  this  further  degrades  beam  transmission 
and  quality.  For  the  state-of-the-art  coated  HCFs  (Matsuura 
et  al.  2002),  the  bending  loss  at  0.3  m  bending  radius  was 

2.3  dB,  which  is  two  to  three  orders  of  magnitude  larger 
than  that  for  commercial  MSIF  (~  0.005  dB)  (Boechat 
et  al.  1991 ;  Kovacevic  and  Nikezic  2006).  Thus,  such  fibers 
are  not  suitable  for  applications  involving  high-power 
laser-beam  delivery  over  a  long  distance  and  within 
enclosed  test  sections  with  complex  geometries.  On  the 
contrary,  solid-core  MSIFs  have  a  high  transmission  effi¬ 
ciency  of  greater  than  70%  and  maintain  the  same  beam 
quality  over  the  entire  length  of  the  fiber  (if  the  fiber  is  not 
bent)  even  though  they  have  a  lower  damage  threshold  than 


HCFs  because  of  stronger  laser-material  interaction  in  the 
solid  core  (Parry  et  al.  2006).  Since  large  solid-core  MSIFs 
are  readily  available  commercially  and  are  suitable  for 
robust  operations  in  harsh  environments,  they  are  the  pri¬ 
mary  focus  of  the  current  study  on  laser  transmission. 

4.2. 1.1  Output  laser-beam  quality  The  spatial  resolution 
of  a  CARS  system  is  determined  by  the  beam  quality  of  the 
input  laser  at  the  probe  volume.  Using  MSIFs,  a  top-hat 
beam  profile  can  be  obtained;  however,  the  irradiance 
distribution  still  exhibits  random  variation  in  some  areas 
that  may  appear  as  high-order  modes  or  speckle,  as  shown 
in  Fig.  3a.  The  spatial  uniformity  of  the  beam  profile  can 
be  improved  by  coupling  the  laser  beam  into  a  larger  core¬ 
size  fiber  where  the  number  of  guiding  modes  propagating 
through  the  fiber  increases,  as  shown  in  Fig.  3b.  However, 
an  increase  in  the  core  size  of  the  fiber  results  in  an 
increase  in  M^,  as  shown  in  Table  2,  which  degrades  the 
ability  to  collimate  and  focus  the  beam.  This  can  be  par¬ 
tially  addressed  using  a  tapered  fiber  at  the  exit  to  improve 
the  collimation  of  the  output  beam.  It  has  also  been 
reported  that  conditioning  the  beam  before  launching  using 
a  diffuser  and  ensuring  that  the  focal  point  occurs  in  front 
of  the  fiber  can  effectively  increase  the  damage  threshold 
(Allison  et  al.  1985;  Hand  et  al.  1999).  These  strategies  are 
currently  being  investigated  and  will  be  reported  in  the 
future. 

4.2. 1.2  Stability  measurements  As  in  any  CARS-based 
system,  the  energy/irradiance  stability  of  the  input  beam  is 
essential  for  accuracy  and  precision.  To  examine  the 
effects  of  fiber  transmission  on  laser-beam  stability,  the 
power  fluctuation  of  a  1-mJ  pulse  was  measured  over  time 
for  the  beams  entering  and  exiting  a  1,500-pm-core- 
diameter  MSIF,  as  shown  in  Fig.  4.  Measurement  results 
show  that  the  average  fluctuation  of  the  laser  beam  through 


Fig.  3  2D/3D  output  beam  profiles  through  MSIFs  with  core 
diameters  of  a  400  pm  and  b  1,500  pm 


7 

Approved  for  public  release;  distribution  unlimited 


Springer 


976 


Exp  Fluids  (2010)  49:969-984 


>» 

O) 

u. 

0) 

c 

Q) 

0 

D 

Q. 

*D 

0 

N 

0 

E 


1.0 


0.5 


Fluctuation; 

Input  laser  beam  5% 

Output  from  fiber  -±  3% 

- 1 - 

0  30  60 


Time  (min.) 


Fig.  4  Normalized  power  fluctuations  for  input  laser  beam  {black) 
and  output  laser  beam  {red)  through  3-m-long  multimode  step-index 
fiber  with  1,500-pm  core  diameter 


the  fiber  is  ~40%  lower  than  that  of  the  original  laser 
source.  Thus,  through  fiber  coupling,  the  signal  fluctuations 
due  to  instrument  noise  can  be  reduced. 


X(cm’) 


4. 2. 1.3  Spectral  broadening  One  of  the  important  char¬ 
acteristics  of  fiber  delivery  systems  is  that  nonlinearity 
increases  with  input  laser  irradiance.  This  behavior  is  of 
high  interest  in  the  current  study  because,  as  noted  earlier, 
delivery  of  high-irradiance  beams  is  essential  for  fiber- 
based  CARS  systems.  The  most  visible  signature  of  fiber 
nonlinearity  is  spectral  broadening,  which  originates  from 
nonlinear  effects  such  as  self-phase  modulation  and  Raman 
effects  under  high  laser-fluence  conditions  with  strong 
dependency  on  the  length  of  the  fiber  (Stolen  and  Lin  1978; 
Agrawal  2001;  Boyd  2003).  Spectral  broadening  for  vari¬ 
ous  lengths  of  MSIFs  is  shown  in  Fig.  5a.  High  peak-power 
ps  pulse  delivery  can  not  only  cause  spectral  broadening 
but  also  generates  new  frequencies  due  to  the  aforemen¬ 
tioned  nonlinearities.  An  additional  new  frequency  of 
85  cm“ '  was  generated  for  a  ps  pulse  propagating  through 
a  5-m  fiber  at  a  fluence  of  204  mJ/cm^.  These  secondary 
frequencies  may  have  the  potential  to  reduce  the  spectral 
resolution  of  the  CARS  signal.  In  Fig.  5b,  the  power 
spectrum  obtained  using  a  ns  laser  pulse  (with  five  times 
the  energy  of  a  ps  pulse)  shows  that  the  power  broadening 
and  the  bandwidth  of  additional  frequencies  generated 
through  these  nonlinear  processes  are  approximately  a 
factor-of-two  lower  than  those  obtained  using  a  ps  laser. 
From  Fig.  5,  it  is  clear  that  ps  laser  pulses  lead  to  larger 
nonlinear  effects  than  ns  laser  pulses  because  of  the  large 
peak  intensities  of  the  former. 

For  exploring  the  fine  structure  of  the  power  spectra,  a 
high-resolution  spectrometer  (Jobin  Yuvon,  Model  SPEX 
1250M)  was  used  to  record  the  spectra  at  the  exit  of  the 
fiber.  The  effects  of  laser  fluence  on  the  spectral  profile  of 
the  transmitted  150-ps  laser  beam  propagating  through  a 


Fig.  5  a  Measured  power  spectra  for  150-ps  laser-beam  propagating 
through  1-m  {dashed  line,  green),  3-m  {dashed  line,  red),  and  5-m-long 
{dashed  line,  blue)  fiber  at  constant  laser  fluence  (204  mJ/cm^).  Spectra 
for  low  laser  fluence  (<1  mj/cm^)  are  same  for  each  length  and  are 
shown  as  black  solid  line,  b  Measured  power  spectra  for  8-ns  laser  beam 
propagating  through  a  3-m-long  fiber  at  high  fluence  of  1,020  mJ/cm^ 
{dashed  line,  red)  and  low  fluence  of  <1  mj/cm^  {solid  line,  black) 


1-m  fiber  are  presented  in  Fig.  6.  The  linewidth  of  the 
spectrum  is  broadened  by  approximately  a  factor-of-two 
when  the  fluence  is  increased  from  18  to  72  mJ/cm^, 
illustrating  that  nonlinear  effects  can  be  significant  in  the 
transmission  of  a  ps  pulse  through  a  MSIF. 

4.2. 1.4  Temporal  broadening  In  addition  to  spectral 
broadening,  the  pulse  can  also  be  broadened  temporally 
during  its  propagation  through  the  fiber  because  of  dis¬ 
persion  within  the  fiber.  Such  temporal  broadening  is 
strongly  dependent  on  the  fiber  length,  the  laser  wave¬ 
length,  and  the  laser  bandwidth.  The  temporal  broadening 
of  a  pulse  traveling  in  a  dispersive  medium  can  be  theo¬ 
retically  calculated  as  (Agrawal  2001) 

a{L)  =  {4  +  {pLaj,)Y\  (3) 

where  a{L)  is  the  output  pulse  duration,  (Tq  is  the  input 
pulse  duration,  L  is  the  fiber  length,  fl  is  the  dispersion 
characteristic  parameter  of  the  medium  [for  fused  silica 
fl  —  700  fs^/cm  at  532  nm  (Agrawal  2001)],  and  cuu  is  the 
spectral  bandwidth  of  the  input  pulse.  For  transform-lim¬ 
ited  8-ns  and  150-ps  pulses  delivered  through  a  20-m-long 
silica  fiber,  the  pulse  broadening  is  calculated  to  be  neg¬ 
ligible  (<0.01%).  Therefore,  fiber  delivery  does  not  have  a 
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Fig.  6  Spectral  profile  of  150-ps  laser  beam  after  propagating 
through  1-m-long  fiber  for  various  fluences.  Spectral  bandwidth 
is  estimated  for  fluences  of  18  and  72  mj/cm^ 

significant  effect  on  the  temporal  profile  distortion  of  ns 
and  ps  pulses  for  fiber  lengths  generally  required  for  test¬ 
cell  operations.  On  the  contrary,  temporal  broadening  is 
significant  for  fs  pulses  propagating  through  fiber  because 
of  the  broad  bandwidth.  For  example,  for  a  transform- 
limited  100-fs  pulse  propagating  through  a  20-m-long  sil¬ 
ica  fiber,  the  pulse  broadening  is  calculated  to  be  14  ps, 
which  is  more  than  140  times  the  input  pulse  duration. 
Hence,  unlike  ns  and  ps  lasers,  the  use  of  fs  lasers  for  fiber- 
based  CARS  system  would  require  significant  pre¬ 
compensation. 

To  summarize  Sect.  4.2.1,  the  advantages  of  using 
MSlFs  for  delivery  of  ps  laser  pulses  include  a  top-hat 
output  beam  profile,  commercially  available  large-core 
MSlFs  for  transmission  of  high-irradiance  laser  beams, 
reduced  instrumental  noise,  and  minimal  dispersion  over 
long  fiber  lengths.  The  disadvantages  include  reduced 
spatial  resolution  due  to  poor  beam  quality  (M^  ^  1), 
which  limits  the  beam-focusing  ability,  and  significant 
nonlinear  effects  for  longer  length  fibers. 

Continuing  with  the  feasibility  study  for  a  fiber-based 
CARS  system,  the  characteristics  of  several  other  types  of 
fibers  for  high-power  laser-beam  propagation  were  inves¬ 
tigated,  and  the  results  are  briefly  summarized  in  fhe  fol¬ 
lowing  section. 

4.2.2  Single-mode  graded-index  fiber  (SMF) 

SMFs  have  an  advantage  over  MSlFs  in  that  they  exhibit 
higher  output  beam  quality  [Gaussian  profile  and  ~  1 
shown  in  Fig.  7a  and  Table  2,  respectively]  with  a  clean 
spatial  mode.  However,  the  main  drawback  of  this  fiber  is 
that  only  a  limited  amount  of  energy  can  be  transmitted 
through  it,  as  shown  in  Table  2.  It  was  observed  that  the 
maximum  transmitted  energy  for  a  ps  pulse  was  <2  pj 
because  of  the  small  core  size  (core  diameter  ~  3.5  pm). 
This  is  the  case  for  both  polarization-maintaining  (Nufern, 


Fig.  7  2D/3D  output  beam  profiles  through  a  single-mode  graded- 
index  fiber,  b  fiber  bundle  [FIGH-10-500N  (450  pm)],  and  c  LMA- 
PCF 

Model  PM-460-HP)  and  non-polarization-maintaining 
(Nufern,  Model  460-HP)  fibers.  Alfhough  it  may  be  pos¬ 
sible  to  improve  the  transmission  efficiency  through  the  use 
of  a  larger  core  diameter,  the  expected  increase  is  probably 
insufficient  for  CARS  spectroscopy  in  reacting  flows. 

4.2.3  Fiber  bundles 

Fiber  bundles,  which  can  be  constructed  by  assembling  a 
large  group  of  SMFs,  have  been  widely  used  for  high- 
power  laser-beam  transmission  and  for  multichannel 
imaging  transmission  (Anderson  et  al.  1996;  Estevadeordal 
et  al.  2005).  In  the  present  research  effort,  damage 
thresholds  for  various  sizes  of  fiber  bundles  were  investi¬ 
gated  using  150-ps  pulses  at  a  visible  wavelength  of 
532  nm.  The  results  are  included  in  Table  2.  The  fiber 
bundles  (Myriad  Fiber  Imaging  Tech,  Inc.)  can  deliver 
>2.5  mJ/pulse  with  the  smallest  core  size  (FIGH-10-500N, 
a  bundle  of  10,000  SMFs  with  an  estimated  core  size  of 
450  pm).  The  largest  fiber  bundle  tested  (FIGH-30-850N,  a 
bundle  of  30,000  SMFs  with  an  estimated  core  size  of 
780  pm)  can  deliver  >4  mJ/pulse.  The  beam  profiles  after 
transmission  through  the  fiber  bundles  are  shown  in 
Fig.  7b.  The  output  beam  exhibits  a  diffused  Gaussian 
beam  profile  due  to  leakage  of  light  through  the  relatively 
thin  cladding  layer.  It  was  observed  that  the  small  fiber 
bundles  provide  fhe  highest  output  beam  quality. 
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Fiber  bundles  are  known  to  have  excellent  heat  and 
radiation  resistance.  Other  advantages  observed  in  char¬ 
acterizing  fiber  bundles  for  fiber-based  CARS  include  a 
higher  damage  threshold  (typically  three  times  higher  than 
that  of  MSIFs).  However,  fiber  bundles  are  likely  to  be 
unsuitable  for  fiber-based  CARS  because  of  a  diffused 
Gaussian  beam  profile,  low  coupling  efficiency,  difficulty 
in  coupling  light  uniformly  into  each  SMF  (Hand  et  al. 
1999),  and  possible  reduction  in  spatial  resolution  because 
of  poor  beam  quality  (M^  3>  1). 

4.2.4  PCFs 

PCFs  have  attracted  widespread  attention  because  of  their 
configurable  dispersion  properties  when  compared  to  those 
of  standard  fibers  (Russell  2003,  2006;  Zolla  et  al.  2005).  In 
particular,  high  peak-power  transmission  (Borghesi  et  al. 
1998;  Shephard  et  al.  2004;  Konorov  et  al.  2004),  low 
optical  loss  (Smith  et  al.  2003;  Roberts  et  al.  2005; 
Kristensen  et  al.  2008),  and  high-quality  beam  profiles 
(Shephard  et  al.  2006)  are  achievable  with  PCFs  (Knight 
et  al.  1998;  Cregan  et  al.  1999;  Russell  2003,  2006). 

In  our  experiment,  a  1-m-long  solid-core  LMA-PCF 
with  15-pm  core  diameter  and  optimized  for  maximum 
transmission  at  532  nm  was  used.  The  output  beam  profile 
presented  in  Fig.  7c  displays  the  high-quality  Gaussian 
profile  that  was  obtained  at  the  exit  of  the  PCF.  As  noted 
earlier,  PCFs  have  higher  damage  threshold  irradiance  than 
conventional  fibers.  Moreover,  the  effect  of  nonlinear 
spectral  broadening  in  PCFs  is  small  compared  to  that  in 
MSIF,  as  shown  in  Fig.  8.  These  observations  suggest  that 
the  spectral  resolution  and  image  contrast  of  fiber-based 
CARS  can  be  improved  through  the  use  of  PCFs.  However, 
only  a  limited  amount  of  energy  can  be  delivered  through  a 
solid-core  PCF  because  of  its  small  core  size;  hence,  the 
output  power  is  insufficient  for  performing  fiber-based 
CARS  in  reacting  flows.  Nevertheless,  with  the  advent  of 


Fig.  8  Measured  power  spectra  of  a  150-ps  laser  beam  propagating 
through  a  1-m-long  LMA-PCF.  Spectral  bandwidth  VFi  is  estimated  to 
have  a  fluence  of  5  and  70  mj/cm^.  The  spectral  broadening  in  PCFs 
is  smaller  than  that  in  MSIFs 


specially  designed,  air-guided  hollow-core  PCFs  at  the 
desired  wavelengths,  it  may  be  possible  to  transmit  suffi¬ 
cient  energy  with  low  nonlinearity  and  high  beam  quality 
for  gas-phase  CARS  spectroscopy.  Because  of  the  absence 
of  a  solid  glass  core  and  the  reduced  overlap  between  the 
glass  and  the  light,  hollow-core  PCFs  can  have  smaller  core 
diameters  with  much  higher  optical  damage  thresholds 
than  MSIFs  and  solid-core  PCFs  (Borghesi  et  al.  1998; 
Shephard  et  al.  2004;  Russell  2003,  2006;  Konorov  et  al. 
2004).  However,  the  major  drawback  of  hollow-core  PCFs 
is  the  significant  cost  associated  with  the  production  of 
each  custom-designed  fiber  at  the  desired  wavelength 
because  PCF  manufacturing  techniques  are  still  evolving. 

However,  if  hollow-core  PCFs  become  more  readily 
available,  their  advantages  over  standard  MSIFs  for  fiber- 
based  CARS  would  include  higher  damage  threshold  due  to 
the  photonic  band-gap  guiding  mechanism,  negligible 
nonlinear  effects,  manipulation  of  the  zero-dispersion 
point,  good  spatial-mode  filter,  and  low  transmission  loss 
over  long  distances  (~2  dB/Km)  (Roberts  et  al.  2005). 

4.3  Summary  of  fiber  characterizations 

The  study  of  various  fiber  characteristics  will  now  be  sum¬ 
marized  (see  Table  3).  MSIFs  and  fiber  bundles  have  the 
combination  of  higher  damage  threshold  and  large  core  size 
needed  for  fiber-based  delivery  of  intense  laser  pulses  for 
performing  CARS  in  reacting  flows.  The  low  transmission 
loss  also  enables  remote  operation  of  the  laser  system  for 
isolation  from  harsh  environments.  SMFs  are  preferable  for 
delivering  a  high-quality  beam  profile  but  are  incapable  of 
delivering  high-energy  laser  pulses.  The  main  disadvantages 
of  MSIFs  are  generally  nonlinear  effects  and  limited 
focusing  ability.  In  contrast,  PCFs  have  a  high-quality  spa¬ 
tial  beam  profile,  low  dispersion,  low  transmission  loss,  and 
a  high  damage  threshold.  Unfortunately,  the  low  coupling 
efficiency  and  lack  of  commercial  availability  limits  the 
usefulness  of  this  fiber  at  this  time.  Hence,  in  terms  of 
overall  performance  for  a  fiber-based  CARS  system,  MSIFs 
or  fiber  bundles  are  currently  considered  to  be  the  most 
suitable  for  delivery  of  high-irradiance  ps  pulses.  Since 
MSIFs  can  be  constructed  with  all-silica  materials  (core  and 
cladding),  it  is  possible  to  increase  the  damage  threshold  and 
delivered  laser  energy  when  compared  to  traditional  MSIFs 
while  improving  the  spatial  mode  significantly.  Hence, 
ps-CARS  demonstration  measurements  were  conducted 
using  all-silica  MSIFs,  as  detailed  further  below. 

5  Fiber-based  ps-CARS  experiments 

Based  on  studies  described  earlier  for  delivering  intense 
laser  pulses  through  optical  fibers  for  CARS  spectroscopy. 


^  Springer 


10 

Approved  for  public  release;  distribution  unlimited 


Exp  Fluids  (2010)  49:969-984 


979 


Table  3  Fiber  Comparison  , 

Fiber  type  Advantages  Disadvantages 


Multimode  step-index 

Large  core-size  fiber 

Large  nonlinear  effect  in  fiber  during  high 

fiber  (MSIF) 

commercially  available 
Top-hat  beam  profile 

Fligh  coupling  efficiency 

Low  transmission  loss 

laser  power  delivery 

Limited  focusing  ability  with  large  core 

Single-mode  fiber  (SMF) 

Excellent  spatial  mode 

Low  transmission  loss 

Low  pulse-energy  delivery 

Same  nonlinear  effect  as  MSIF 

Fiber  bundles 

Fligher  damage  threshold 
(3x  MSIF) 

Low  transmission  loss 

Diffused  beam  profile 

Difficult  to  couple  uniformly  to  each  SMF 

Same  nonlinear  effect  as  MSIF 

Limited  focusing  ability  with  large  core 

Photonic  crystal  fiber  (PCF) 

Dispersion  manageable 
Fligh  damage  threshold 
(5x  MSIF) 

Excellent  spatial  mode 

Low  transmission  loss 

Limited  commercial  availability 

Relatively  expensive 

PCFs  need  to  be  specially  designed 
for  operation  wavelength 

Low  pulse-energy  delivery 

a  proof-of-principle,  fiber-based  ps-N2-CARS  system 
employing  MSIFs  was  developed  for  gas-phase  ther¬ 
mometry,  as  shown  in  Fig.  9.  For  this  proof-of-principle 
experiment,  the  CARS  system  was  designed  using  a  col- 
linear  phase-matching  geometry  because  of  its  higher 
signal  strength  and  ease  of  alignment.  The  532-nm  output 
of  a  frequency-doubled,  10-Hz,  Nd:YAG  regenerative 
amplifier  was  used  for  the  pump  beam  in  the  fiber-based 
CARS  system.  The  ~607-nm  output  of  a  home-built 
modeless  dye  laser  pumped  by  the  same  Nd;YAG  laser 
was  used  as  the  Stokes  beam  (Roy  et  al.  2005a).  The 
output  of  the  dye  laser  has  a  full-width  at  half-maximum 
(FWHM)  bandwidth  of  ~135  cm“^  and  a  pulse  duration 
of  ~115  ps.  The  Nd:YAG  output  is  a  nearly  transform- 
limited  beam  at  532  nm  and  has  a  FWHM  pulse  duration 
of  ~  135  ps.  Note  that  the  same  532-nm  beam  serves  as 
both  the  “pump”  and  “probe”  beams  in  the  collinear 
CARS  configuration.  The  pump  and  Stokes  beams  were 
coupled  into  two  30-cm-long  all-silica  MSIFs  (OFS, 
Model  HCG-M0500T),  each  having  a  550-p,m  core 
diameter.  To  avoid  damaging  the  fibers  at  high  pulse 
energies  while  maintaining  good  coupling  efficiency,  each 
fiber  was  installed  behind  the  focal  point  of  the  coupling 
lens  (Allison  et  al.  1985;  Hand  et  al.  1999).  The  fiber- 
delivered  pump  and  Stokes  energies  at  the  probe  volume 
were  1.6  ml  for  each  beam.  The  two  fiber-delivered  beams 
were  combined  to  propagate  collinearly  using  a  dichroic 
mirror  and  were  focused  into  the  probe  volume.  The  beam 
diameter  and  the  divergence  of  each  beam  were  adjusted 
independently  for  spatially  overlapping  the  focal  points  of 
the  two  beams.  The  focal  spot  size  was  reduced  to  100  pm 
by  allowing  the  two  beams  that  exit  the  fiber  to  diverge 
slightly  such  that  they  nearly  fill  the  clear  aperture  of  a 


Fig.  9  Schematic  diagram  of  fiber-based  ps-CARS  system  in  collin¬ 
ear  CARS  configuration.  BS  beam  splitter,  HWP  half-wave  plate, 
P  polarizer,  LI  lens  for  fiber  coupling,  L2  collimation  lens,  L3  and  L4 
focusing  lenses,  DM  dichroic  mirror,  BPF  bandpass  filter,  FO  fiber 
optics 

50-mm-diameter  focusing  lens.  A  delay  line  in  the  pump- 
beam  line  was  used  to  overlap  the  pump  and  Stokes  pulses 
temporally.  The  collected  CARS  signal  was  dispersed  by  a 
1.25-m  spectrometer  (Jobin  Yuvon,  Model  SPEX  1250M) 
with  a  2,400-grove/mm  grating,  and  the  spectrum  was 
recorded  using  a  back-illuminated,  unintensified,  2,048  x 
512-pixel-array  CCD  camera  (Andor  Technologies,  Model 
DU  440BU).  The  overall  dispersion  was  estimated  to  be 
~  0.174  cm“ '/pixel.  Measurements  were  performed  in  the 
product  zone  of  an  adiabatic  H2-air  flame  stabilized  over  a 
Hencken  burner  at  a  height  of  10  mm  above  the  burner 
surface.  The  flame  temperature  was  adjusted  by  changing 
the  equivalence  ratio  (0)  of  the  flame,  defined  as  the 
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Fig.  11  Comparison  of  measured  fiber-based  CARS  (square),  direct- 
beam  CARS  (circle),  and  adiabatic  temperature  (dashed  line)  for 
H2-air  flame 


CARS  spectra  by  fitting  the  intensity  and  bandwidth  of  the 
primary  band  (v  =  0  ->  v  =  1)  and  the  first  hot  band 
(v  =  1  ->  V  =  2)  of  N2.  The  extracted  temperature  and 
spectra  obtained  hy  CARSFT  agree  well  with  experimental 
room-air  CARS  results,  as  presented  in  Fig.  10a.  However, 
in  Fig.  lOb-d,  the  temperature  obtained  by  CARSFT  is 
lower  than  the  adiabatic  flame  temperature  by  60-450  K 
for  0  =  0.18  to  0  =  0.71,  respectively.  To  verify  that  the 
hber  delivery  is  not  the  main  cause  of  the  difference 
between  the  temperature  extracted  by  CARSFT  and  the 
adiabatic  flame  temperature,  direct-beam  (without  hbers) 
collinear  CARS  measurements  were  also  performed  under 
the  same  flame  conditions.  The  temperature  acquired  from 
direct-beam  CARS  measurements  agrees  well  with  that 
from  hber-based  CARS,  as  shown  in  Fig.  11.  The  mea¬ 
sured  temperature  difference  for  the  two  cases  is  <±2%, 
which  is  within  the  standard  temperature  resolution  of 
CARS  measurements.  The  observed  temperature  bias  may 
result  from  the  collinear  conhguration  used  in  the  experi¬ 
ments,  in  which  non-negligible  contributions  to  the  N2 
CARS  signal  can  be  generated  from  the  cooler  regions. 
Hence,  the  measured  CARS  spectrum  is  composed  of 
spatially  averaged  CARS  signals  from  high-  and  low- 
temperature  regions  along  the  beam  propagation  path.  The 
temperature  bias,  resulting  from  the  collinear  geometry, 
becomes  significant  as  the  flame  temperature  increases 
further,  limiting  the  temperature  accuracy  of  the  cur¬ 
rent  system  for  high-temperature  flame  measurements 
(Thumann  et  al.  1995;  Eckbreth  1996;  Seeger  et  al.  2006). 
However,  this  temperature  bias  can  be  greatly  reduced 
through  the  use  of  the  well-known  folded  BOXCARS 
geometry,  in  which  the  CARS  signal  is  generated  only  at 
the  probe  volume  where  all  beams  overlap  spatially.  By 
employing  the  folded  BOXCARS  geometry,  the  spatial 
resolution  of  the  temperature  measurements  can  be  greatly 
improved  (Eckbreth  1996).  In  addition,  when  a  dedicated 
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Fig.  10  Experimental  (solid  curves)  and  theoretical  (dashed  curves) 
fiber-based  ps-CARS  spectra  of  N2  at  a  room  temperature,  b  flame  0  = 
0.18,  c  flame  (j>  =  0.32,  d  flame  tj)  =  0.52,  and  e  flame  (jj  =  0.71 

actual  fuel-to-air  ratio  to  the  stoichiometric  fuel-to-air 
ratio. 

Figure  10  shows  N2  spectra  at  various  flame  tempera¬ 
tures  that  were  acquired  using  the  fiber-based  ps-CARS 
system.  These  spectra  are  plotted  using  the  square  root  of 
the  signal  intensity,  which  is  proportional  to  the  N2  number 
density  in  the  medium.  Moreover,  to  increase  the  SNR  for 
the  htting  process,  each  spectrum  was  averaged  over  5,000 
laser  pulses.  Figure  10  shows  a  comparison  with  the  the¬ 
oretical  spectra  obtained  by  the  Sandia  CARSFT  code 
(Palmer  1989).  The  temperature  can  be  extracted  from  the 
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probe  beam  is  added  in  the  BOXCARS  geometry,  it 
enables  an  increase  in  the  CARS  signal  and  suppression  of 
NRB  by  temporally  delaying  the  prohe  pulses  (Roy  et  al. 
2005h;  Meyer  et  al.  2007).  We  are  currently  working  with 
various  fiber  manufacturers  to  design  and  fabricate  hber 
collimators  with  beam-shaping  telescopes  for  large-core 
MSIFs  to  perform  hber-hased  CARS  in  BOXCARS 
geometry  for  combustion  diagnostic  applications. 


6  Summary 

The  feasibility  of  delivering  intense  laser  pulses  through 
optical  fibers  for  CARS  spectroscopy  was  investigated.  It 
was  demonstrated  that  the  propagation  of  ps  laser  pulses 
through  large-core  MSIFs  allows  transmission  of  sufficient 
laser  energy  for  performing  CARS  thermometry  in  reacting 
flows.  It  was  also  determined  experimentally  that  the  use  of 
ps  pulses  would  provide  signihcantly  larger  CARS  signal 
without  damaging  the  hher.  The  transmission  characteris¬ 
tics  of  ps  pulses  through  MSIFs  were  investigated  in  great 
detail.  Other  hhers  such  as  SMFs,  hher  bundles,  and  state- 
of-the-art  dispersion-compensated  PCFs  were  also  studied 
as  potential  candidates  for  a  hber-based  CARS  system. 
Based  on  the  hber  characteristics  studies,  it  was  concluded 
that  all-silica  MSIFs  are  currently  the  most  suitable  hbers 
for  hber-based  CARS.  Although  hollow-core  PCFs 
appeared  to  have  high  potential  for  hber-based  nonlinear 
spectroscopy  techniques,  their  major  shortcomings  are  the 
signihcant  cost  associated  with  the  production  of  each  hber 
for  a  specihc  wavelength. 

A  proof-of-principle,  hber-based  ps  N2  CARS  system 
employing  MSIFs  has  been  developed  and  demonstrated 
for  gas-phase  thermometry  in  hames.  It  has  been  demon¬ 
strated  experimentally  that  the  temperatures  measured 
using  hber-based  CARS  agree  well  with  those  from  direct- 
beam  CARS  measurements,  and  the  difference  between  the 
two  cases  is  within  ±2%.  The  proof-of-concept  measure¬ 
ments  show  signihcant  promise  for  extending  the  applica¬ 
tion  of  hber-based  CARS  measurements  to  the  harsh 
environments  of  combustors  and  engine  test  facilities.  The 
use  of  ps-CARS  also  enables  reduction  in  non-resonant 
background  without  signihcant  loss  in  signal,  which  is 
important  for  maintaining  sufficient  SNR  in  the  hot-band 
spectra  for  combustion  thermometry.  Future  work  includes 
measurements  using  the  BOXCARS  phase-matching 
geometry  for  improving  spatial  resolution  and  tests  with 
longer  hbers  for  characterizing  the  effects  of  spectral 
broadening. 
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Appendix:  Bulk,  surface,  and  core-clad  interface 
damage 

In  the  study  of  the  transmission  of  high-power  laser  beams 
through  a  fiber,  the  three  damage  mechanisms  that  can 
cause  optical  damage  in  silica  fibers  are  as  follows:  (1)  bulk 
damage,  (2)  surface  damage,  and  (3)  core-clad  inter¬ 
face  damage.  A  summary  of  the  damage  thresholds  via 
three  damage  mechanisms  reported  in  the  literature  for 
fused  silica  in  the  ps  and  ns  regime  is  presented  in  Table  4. 
As  shown  in  the  table,  the  damage  threshold  of  all  the 
above  types  of  damages  may  vary  by  orders  of  magnitude, 
depending  on  many  parameters  defined  by  the  experi¬ 
mental  conditions  such  as  the  input  laser-beam  prohle 
(laser  modes),  incident  spot  size  and  position,  hber-tip 
surface  flatness,  and  laser  wavelength.  In  this  study,  we  do 
not  claim  to  resolve  such  disagreements  but  only  report  the 
observed  threshold  for  our  own  conditions  of  measurement 
and  indicate  agreements/disagreements  with  other  reported 
studies. 

The  single-shot  damage  threshold  for  pure  bulk  fused 
silica  reported  by  Du  et  al.  was  80-250  J/cm^  using  7-ns 
pulses  at  a  wavelength  of  780  nm  (Du  et  al.  1996).  A 
similar  result  was  obtained  by  Tien  et  al.  (Tien  et  al.  1999). 
Campbell  et  al.  reported  a  damage  threshold  of  50  J/cm^ 
using  7-ns  pulses  at  1,060  nm  (Campbell  et  al.  1990). 
Merkle  et  al.  reported  a  damage  threshold  for  suprasil-1 
fused  silica  of  1,400  J/cm^  using  15-ns  pulses  at  532  nm 
(Merkle  et  al.  1984).  The  multiple-shot  damage  threshold 
for  bulk  silica  was  reported  by  Stuart  et  al.  to  be  40  J/cm^ 
using  600-shot,  1-ns  pulses  at  1,053  nm  (Stuart  et  al.  1995). 
Torruellas  et  al.  reported  a  damage  threshold  of  800  J/cm^ 
for  Yb-doped  fused  silica  using  1,000-shot,  15-ns  pulses  at 
1,064  nm  (Torruellas  et  al.  2006).  Smith  and  Do  reported 
the  damage  threshold  of  polished  bulk  silica  to  be 
3,800  J/cm^  using  8-ns  pulses  at  1,064  nm  with  a  small 
focal  spot  size  (results  obtained  for  both  single  and  mul¬ 
tiple  shots)  (Smith  and  Do  2008).  Smith  and  collaborators 
reported  that  the  high  damage  threshold  obtained  may  have 
resulted  from  the  use  of  a  small  focal  spot  and  single- 
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Table  4  Summary  of  laser-induced  damage  thresholds  for  fused  silica 

Damage 

mechanism 

Damage  fluence 
(J/cm^) 

Pulse  duration  i  (ns) 
and  laser  wavelength 
).  (nm) 

Comments 

Reference 

Bulk  damage 

40 

T  =  1,  2  =  1,053 

Stuart  et  al.  (1995) 

50 

O 

kO 

II 

II 

Campbell  et  al.  (1990) 

200 

T  =  7,  ;.  =  800 

Tien  et  al.  (1999) 

80-250 

T  =  T,  A  =  1S0 

Du  et  al.  (1996) 

800 

T  =  6,  2  =  1,064 

Yb-doped  fused  silica 

Torruellas  et  al.  (2006) 

1,400 

T  =  15,  2  =  532 

Suprasil- 1 

Merkle  et  al.  (1984) 

3,800 

T  =  8,  2  =  1,064 

Tight  focus  is  used  (focal  spot 
size  ~  8  pm)  in  the  damage  test 

Smith  and  Do  (2008) 

Surface  damage 

10 

T  =  7.5,  2  =  308 

Pini  et  al.  (1983) 

1-14 

T  =  0.6,  2  =  355 

Lowdermilk  and  Milam  (1984) 

30-50 

T  =  3,  2  =  1,060 

Optical  polished 

Lowdermilk  and  Milam  (1981) 

150-320 

T  =  15,  2  =  1,060 

Polished  suprasil  (Heraeus 

F300)  average  roughness 
of  1-70  nm 

Mann  et  al.  (2007) 

3,800 

T  =  8,  2  =  1,064 

Applying  alumina  or  silica  polish 

Smith  and  Do  (2008) 

Core-clad  interface  damage 

0.7-1. 5 

T  =  5,  2  =  392 

Silica-core-plastic-clad  fiber 

Allison  et  al.  (1985) 

4. 8-6.4 

T  =  5,  2  =  392 

Silica-core-hard-clad 
(or  polymer-clad)  fiber 

Allison  et  al.  (1985) 

1. 8-5.6 

T  =  6,  2  =  532 

Silica-core-silica  clad 

Anderson  et  al.  (1995) 

longitudinal  pulses  to  reduce  the  SBS  and  self-focusing 
effects  (Smith  and  Do  2008;  Smith  et  al.  2008,  2009). 

The  surface  damage  thresholds  of  fused  silica  were 
reported  by  Pini  et  al.  to  be  10  J/cm^  using  7.5-ns  pulses  at 
308  nm  (Pini  et  al.  1983).  Lowdermilk  and  Milam  reported 
a  higher  surface  damage  threshold  for  optically  polished 
silica  of  30-50  Hem  using  3-ns  pulses  at  1,064  nm 
(Lowdermilk  and  Milam  1981).  Mann  et  al.  reported  the 
surface  damage  threshold  of  polished  suprasil  silica  to  be 
150-320  J/cm^  using  1-ns  pulses  at  1,064  nm  (Mann  et  al. 
2007).  Smith  and  Do  showed  that  the  surface  damage 
threshold  (3,800  J/cm^)  could  be  made  the  same  as  the  bulk 
damage  threshold  through  the  use  of  an  alumina  or  silica 
surface  polish  (Smith  and  Do  2008).  The  core-clad  inter¬ 
face  damage  for  silica-core/plastic(hard)-clad  hbers  was 
reported  by  Allison  et  al.  to  be  0.7-6. 4  J/cm^  using  5-ns 
pulses  at  392  nm  (Allison  et  al.  1985).  Anderson  et  al. 
reported  the  interface  damage  for  silica-core/silica-clad 
hbers  to  be  1.8-5. 6  J/cm^  using  6-ns  pulses  at  532  nm 
(Anderson  et  al.  1995). 

According  to  Table  4,  clearly  the  damage  threshold  of 
the  bulk  is  higher  than  that  of  the  surface  and  of  the  core- 
clad  interface.  Harjes  showed  that  laser-induced  damage 
thresholds  (LIDT)  of  the  surface  of  the  material  are 
approximately  one-third  that  of  the  bulk  material  (Harjes 
1979).  From  Table  4,  the  reported  damage  threshold  of  the 
well-polished  surface  is  higher  than  that  of  the  core-clad 
interface.  Allison  et  al.  reported  that  the  damage  threshold 


of  the  core-clad  interface  is  approximately  one  order  of 
magnitude  lower  than  that  of  the  surface  (Allison  et  al. 
1985).  From  our  hber-damage  test  for  the  plastic-clad  silica 
hber  (Thorlabs,  Model  BFL37-1000),  the  observed  damage 
fluence  for  the  fiber  is  in  the  range  1 .5-2. 1  J/cm^  (damage 
test  parameters:  t  =  8  ns,  ).  —  532  nm).  The  damage- 
threshold  values  obtained  are  in  good  agreement  with  those 
of  Allison  et  al.  (Allison  et  al.  1985). 

Furthermore,  according  to  Table  4,  the  lowest  threshold 
of  fluence  at  which  the  onset  of  fiber  damage  can  occur  is 
due  to  core-clad  interface  damage.  The  core-clad  interface 
damages  were  observed  from  our  damage  test;  the  damage 
in  the  hber  appeared  as  a  linear  fracture  along  the  core- 
clad  interface,  generally  beginning  within  a  few  centime¬ 
ters  from  the  input  hber  facet.  Therefore,  the  lower  LIDT 
for  the  hber  reported  in  our  study  is  thought  to  result  from 
the  damage  of  the  core-clad  interface  that  has  a  threshold 
which  is  lower  than  that  of  the  bulk  and  surface. 

Table  4  is  a  summary  of  the  damage  thresholds  reported 
in  the  literature  for  fused  silica,  corresponding  to  the 
mechanisms  related  to  bulk  damage,  surface  damage,  and 
core-clad  interface  damage  in  the  ns  and  ps  regime. 
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